KALMAN FILTERING FOR THE EVALUATION
OF THE CURRENT–TIME FUNCTION IN
d.c. POLAROGRAPHY

M. Bos
Department of Chemical Technology, Technical University Twente, P.O. Box 217, 7500 AE Enschede,
The Netherlands

(Received 4 November 1985. Accepted 21 February 1986)

Summary—Kalman filtering was applied to the current vs. time data obtained at the growing mercury drop of a DME under d.c. polarographic conditions, to separate the faradaic and capacitive components of the electrode current. Polarograms consisting of the pure faradaic current vs. applied d.c. potential were subjected to a four-parameter curve-fitting procedure to obtain the polarographic characteristics, viz. half-wave potential, limiting current and slope of the log plot together with the baseline current. The method was tested with cadmium and zinc in the 10⁻⁶–10⁻¹⁵M range. The standard deviations of the half-wave potentials and the limiting current/concentration ratios were found to be 1.0 mV and 0.04 respectively.

In polarography the analytical signal from the faradaic process at the electrode is obscured at low concentrations by the capacitive response caused by the charging of the electrical double-layer capacitance. Many methods have been devised to minimize the contribution of this capacitive component to the compound current signal, mostly by instrumental techniques, e.g., tap and differential pulse polarography. With the advent of powerful on-line computers another approach has become viable in which mathematical processing of the measurements is used to separate the faradaic and capacitive components of the electrode current.

Numerous examples of the use of sophisticated data-processing techniques, such as the fast Fourier transform (FFT) procedure, curve-fitting, pattern recognition and Kalman filtering, combined with elaborate measurement procedures can be found in the literature for the a.c., pulse and stripping polarographic techniques. Direct-current polarography, however, is still a favourite technique for the study of complex-formation equilibria. It has the advantage that a more complex model, with more than two parameters, can be accommodated and that it can directly process the incoming i–t data without the need to gather and store the complete set of measurements which is characteristic for curve-fitting methods. The data-processing algorithm is rather simple and its speed allows real-time processing.

THEORY

The instantaneous current in d.c. polarography

The instantaneous cell current in d.c. polarography consists of a faradaic and a capacitive component:

\[ i(t) = i_f(t) + i_c(t) \] (1)

The capacitive part \( i_c(t) \) can be described by

\[ i_c(t) = k_c e^{t \tau} \] (2)

The constant \( k_c \) is potential-dependent, but can be considered constant during the growth of a given mercury drop if the voltage scan-rate is sufficiently low. For the instantaneous faradaic current the time-dependence is generally expressed by a \( \frac{1}{2} \) order parabola, as in the Ilković equation. However, owing to the spherical shape of the mercury drop there is a difference in the shape and size of the diffusion space inside and outside it. This gives rise to two different situations, depending on whether the product of the electrode reaction forms an amalgam or is transported back into the solution. Kúta and Smoler give...
a complete account of this subject and use the following relationship, derived by Koutecký and Weber, to express the instantaneous faradaic current:

\[
i = \frac{0.732nFD^{1/2}cm^{2/3}t^{1/6}i}{\left(\lambda + \sqrt{D_{\text{re}}/D_{\text{re}}} \right)} 
\times \left[1 + \frac{3.96D_{\text{re}}^{1/2}t^{1/6}(\lambda + 1)}{m^{1/3}(\lambda + \sqrt{D_{\text{re}}/D_{\text{re}}} \right)} \right]^{-3/2}
\]

(3)

In this equation \( \lambda \) denotes the potential function

\[
\lambda = \exp\left[-(E - E_{\text{re}})nF/RT\right]
\]

and the other symbols are those normally used in polarography. The two situations arise from the use of either the plus (no amalgam formation) or the minus sign (amalgam formation) in the second term in the brackets of the numerator of equation (3). On the basis of these equations Kúta and Smoler showed that the instantaneous faradaic current can be expressed as

\[
i(t) = k_1t^\beta
\]

(5)

where \( \beta \) is given by

\[
\beta = \frac{1}{6} + 0.661D^{1/2}m^{-1/3}t^{1/6} \theta
\]

(6)

with

\[
\theta = (\lambda + 1)/(\lambda + \sqrt{D_{\text{re}}/D_{\text{re}}} \right)
\]

(7)

In their work these authors determined \( \beta \) for the faradaic curves for various cases and found that they could use a time-independent mean value that was significantly different from \( \beta \) and changed with voltage in the polarographic wave for the case of amalgam formation. For the total cell current, equations (1), (2) and (5) give rise to:

\[
i(t) = k_1t^{-1/3} + k_1t^\beta
\]

(8)

This model equation (8) can be used in the Kalman filter scheme to estimate the parameters \( k_1, k_t \) and \( \beta \). If the \( k_1 \) data obtained in this way are plotted against d.c. potential the resulting polargrams will show horizontal straight baselines and plateaus because the capacitive current component has been eliminated completely.

Kalman filter theory

The Kalman filter is a mathematical technique that can be used to estimate the state of a process in real-time from noisy corrupted measurements on that process. Here only the operational equations for the evaluation of the \( i-t \) curves of d.c. polargraphy by means of equation (8) are given. The state of the process is completely characterized by the parameters \( k_1, k_t \) and \( \beta \) and is denoted by the vector \( x \). As these parameters are considered to be time-invariant in the description of the \( i-t \) curve for a growing single mercury drop, the state-to-state transition matrix is the unity matrix. The equation for the measurements in which the current is averaged over the interval from \( t \) to \( t + \Delta t \) follows from the integration of (8) over this interval:

\[
i(t \rightarrow t + \Delta t) = x_1\left[t^{-1/3} + (\Delta t/6)t^{-4/3}\right]
\]

+ \( x_2[t^\beta + (\Delta t/2)t^{(\beta+1)}] \)

(9)

The elements of the state-to-measurement transition vector \( C \) can now be calculated:

\[
C_1 = \delta i(t)/\delta x_1 = t^{-1/3} - (\Delta t/6)t^{-4/3}
\]

\[
C_2 = \delta i(t)/\delta x_2 = t^\beta + (\Delta t/2)t^{(\beta+1)}
\]

\[
C_3 = \delta i(t)/\delta x_3 = x_2[t^\beta \ln(t)]
\]

+ \( (\Delta t/2)t^{(\beta+1)} + (\Delta t/2t)\ln(t)t^{2\beta} \)

(10)

The mathematical model for the current-time relationship at constant potential at a growing mercury drop can be written as

\[
\dot{x}_* = \dot{x} + F\dot{w}
\]

(11)

and

\[
y_* = C\dot{x}_* + n_*
\]

(12)

in which \( x \) denotes the state vector of the process, consisting of the elements \( [k_1, k_t, \beta] \); \( \dot{x} \) is the estimated current state of the process, \( \dot{x}_* \) stands for the predicted state of the process one step ahead in time. The product \( F\dot{w} \) is the process noise contribution. Equation (12) gives the measurement prediction \( \dot{y}_* \) which is calculated from the predicted state of the process \( \dot{x}_* \) by the state-to-measurement transition matrix \( C \) (in this case a vector). Its elements \( [C_1, C_2, C_3] \) are given by equation (10); \( n_* \) is the noise associated with the measurements. The predicted co-variance of the state \( \dot{V}_* \) is given by:

\[
\dot{V}_* = \dot{V} + FwF^T
\]

(13)

where \( \dot{V} \) is the estimate of the current co-variance matrix. \( F \) and \( w \) are defined in equation (11) and \( F \) is the transpose of \( F^T \). The prediction of the output signal co-variance \( V_{y*} \) follows from:

\[
V_{y*} = C\dot{V}_*C^T + N_y
\]

(14)

in which \( N_y \) is the measurement noise variance. With the results of (13) and (14) the Kalman gain matrix \( K \) can be calculated as:

\[
K^* = (\dot{V}_*C^T)/\dot{V}_{y*}
\]

(15)

With this Kalman gain, the calculated predicted deviation of the measurement, and the actual value of the measurement \( y_m \), a better estimate of the state vector can be calculated when this actual measurement value becomes available:

\[
\hat{x}^* = \hat{x} + K^*[y_m - y*]
\]

(16)

A new estimate of the error co-variance matrix of the state can be found from:

\[
\dot{V}^* = (I - K^*C^T)\dot{V}^*
\]

(17)

\( I \) being the identity matrix. Cycling through equations (11)–(17) for each new
measurement constitutes the Kalman filter procedure and provides improving estimates of the state of the process, viz. the wanted values of the capacitive and faradaic contributions to the total cell current, together with the exponent of the time-dependence of the faradaic part. If this exponent \( \beta \) in equation (8) is known and not dependent on the d.c. voltage the filter equations reduce to a one-measurement two-state system for which the Kalman gain matrices for the cell current vs. time series can be calculated off-line before the experiment is run. The real-time calculations are then reduced to the application of equations (11), (12) and (16) for each new measurement.

**EXPERIMENTAL**

**Chemicals**

Potassium chloride, cadmium sulphate (both Merck Suprapur) and zinc sulphate (Merck reagent grade) were used as received. The nitrogen used to remove oxygen from the samples in the polarographic cell was from HoekLoos (very pure grade). All solutions were prepared with demineralized water that had been filtered through Millipore Q2 filters.

**Apparatus**

A PAR model 174 polarograph was equipped with a Radiometer polarographic stand, type E64, DLTI drop-life timer, and type 930-116 mercury capillary. The capillary characteristics for a 41-cm mercury head were: natural drop-time 3.7 sec and drop-rate 2.39 mg/sec (in 0.01 M KCl with open circuit).

The polarographic instrumentation was interfaced to a PDP11/10 minicomputer (Digital Equipment Corp.) through the analogue to-digital (A/D) and digital to-analogue (D/A) converters in a Laboratory Peripheral System (LPS, Digital Equipment Corp.). Both the A/D and D/A converters provided 12-bit resolution and voltage ranges of \( \pm 5 \) V. Timing was controlled by the LPSKW real-time clock option of the LPS.

For comparison purposes computerized d.c. fast polarographic experiments were run on a Metrohm E506 polarograph equipped with an E505 polarographic stand and interfaced to a BASIS 108 microcomputer as described earlier. The characteristics of the DME used in these experiments were natural drop-time 5.1 sec and drop-rate 1.09 mg/sec (0.01 M KCl, open circuit, mercury head 65 cm).

**Computer programs**

Two computer programs were written in FORTRAN IV. One was based on the one-measurement two-state description, in which the faradaic and capacitive factors \( k_i \) and \( k_e \) were estimated by the Kalman filter for a given and fixed exponent \( \beta \) for the time-dependence of the faradaic component of the current. In the second program this exponent \( \beta \) was estimated along with \( k_i \) and \( k_e \). The data-acquisition routines were written in the assembly language MACRO-11 and linked to the main FORTRAN routine. The current measurements were performed at 80-msec intervals. To eliminate line-frequency noise the current measurements were programmed in such a way that during each 80-msec interval a window of one line-frequency period (20 msec) was used, during which a series of current measurements was performed at a sampling frequency of 20 kHz. This series was then averaged and the result used as \( x_n \) in the Kalman filter equations [c.f. equation (16)]. Synchronization of these current measurements with the mercury drop-life was controlled by the electromechanical drop-life timer, which was activated from within the program.

For the one-measurement three-state filter the software is not fast enough to keep up with the 80-msec interval between the measurements. In this case the current vs. time data have to be stored and the Kalman filter calculations performed after all measurements on a single mercury drop have been completed. Although this slows down the recording of a polarographic wave considerably, it offers the possibility of reiterating all data through the filter, making the procedure less sensitive to bad initial estimates for the states and the co-variance matrix. Moreover, a fair initial estimate for the states can be calculated by using the assumption that the capacitive component will have decayed completely for the last data-point. This will give a good initial estimate for the faradaic part which, in turn, can be applied to the first data-point to estimate the capacitive contribution. The initial estimate used for \( \beta \) was 0.1667.

The program output the \( k_i \) vs. d.c. potential data to a chart recorder, which then displayed d.c. polarograms from which the capacitive-current contribution had been eliminated. These data were also stored in a disk file for use by a curve-fitting program that calculated half-wave potential, limiting \( k_i \), slope of the log plot, and baseline current of the polarographic waves, from the \( k_i \) vs. d.c. potential values. The program used was an extension of a previously published three-parameter procedure, the baseline current being the fourth parameter. This feature is especially useful when baseline extrapolation methods fail owing to the presence of a preceding capacitive wave in the vicinity of the wave of interest.

**Procedures**

The polarographic experiments were run with solutions that had been deoxygenated by passage of nitrogen for 15 min. During the recording of the polarograms nitrogen was passed over the solution. The current/time data for the growing mercury drops were obtained by sampling the current at 80-msec intervals. For cadmium 20 data-points were acquired from a single drop, whereas for zinc the current was sampled 40 times per drop. The current/time data were normally evaluated with the one-measurement two-state Kalman filter, with a fixed value for \( \beta \). The value to use for \( \beta \) was determined beforehand with the one-measurement three-state procedure. In the calculation the variance of the measurements was set at one A/D converter unit and the process noise was set to zero. The initial estimates for the diagonal co-variance matrix elements were set at unity, the off-diagonal elements at zero.

**RESULTS AND CONCLUSIONS**

Table 1 shows the results obtained with the method for cadmium in the concentration range \( 10^{-5}-10^{-6} M \). The supporting electrolyte was 0.01 M potassium chloride. The corresponding polarograms were calculated from the i-t curves for the growing mercury drops at different d.c. potentials. The one-measurement two-state \( (k_i \) and \( k_e \) \) model was used in

<table>
<thead>
<tr>
<th>([Cd])</th>
<th>Limiting ( k_i )</th>
<th>( E_{1/2} )</th>
<th>Limiting ( k_i / [Cd] )</th>
</tr>
</thead>
<tbody>
<tr>
<td>( 10^{-6} M )</td>
<td>nA</td>
<td>mV</td>
<td>( 10^6 nA/mole^{-1} )</td>
</tr>
<tr>
<td>0.99</td>
<td>23.2</td>
<td>-568.7</td>
<td>23.5</td>
</tr>
<tr>
<td>1.96</td>
<td>49.9</td>
<td>-568.8</td>
<td>25.5</td>
</tr>
<tr>
<td>2.91</td>
<td>68.0</td>
<td>-569.5</td>
<td>23.4</td>
</tr>
<tr>
<td>3.85</td>
<td>92.7</td>
<td>-569.4</td>
<td>24.1</td>
</tr>
<tr>
<td>5.66</td>
<td>142.1</td>
<td>-568.9</td>
<td>25.1</td>
</tr>
</tbody>
</table>

Mean: -569.0 ± 0.4  24.3 ± 0.9
the Kalman filter procedure. The average value for $\beta$ was found to be 0.19 from a preliminary experiment in which the one-measurement three-state ($k_t$, $k$, and $\beta$) model was used. The same value was calculated by Kůta and Smoler.11 The characteristics of the polarographic waves were evaluated with the four-parameter (limiting $k_t$, $E_{1/2}$, slope and baseline current) curve-fitting procedure described above. From this table it can be concluded that d.c. polarographic parameters can be obtained for cadmium with good constancy, down to a concentration of $10^{-6}$ M. Although more sensitive electroanalytical methods are available, such as anodic-stripping or square-wave polarography,20 the method described here has the advantage that its results can be used directly in well established methods that rely on d.c. polarographic data to calculate physicochemical parameters, e.g., complex-formation constants.

The results also indicate that it is possible to fit the baseline faradaic current as a fourth parameter along with the limiting $k_t$, $E_{1/2}$ and slope of the log plot. There is then no need for baseline current extrapolation procedures, which means that systems that do not give a distinct baseline section in the polarogram can be evaluated by using only the rising part of the waves. Similar results to those obtained for cadmium were also found for the zinc system (Table 2). For this the average value of $\beta$ was found to be 0.27. The one-measurement three-state procedure used here to determine the average value of $\beta$ can also be used for more fundamental studies of the nature of the electrode process.13 In the Kalman filter calculations the value of the integral double-layer capacitance is also determined as part of the process. In this work no attention was paid to these values, but clearly this facility makes the method a suitable tool for the study of double-layer phenomena. In particular the potential corresponding to zero charge can be obtained accurately and easily from a plot of the integral double-layer capacitance vs. d.c. potential.

For comparison d.c. tart experiments were run for zinc and cadmium. The lower concentration limit of which the results were of quality similar to those obtained with the Kalman filter technique turned out to be $10^{-3}$ M, as can be seen from Table 3. The reason for the breakdown of the d.c. tart method below this concentration is mainly the uncertainty introduced by the baseline extrapolation needed. Owing to the substantial contribution of the capacitive component when high sensitivity is used for current measurement, the curvature of the baseline changes with d.c. potential in a complex manner. Thus ruling out simple baseline-correction techniques for d.c. tart polarography at high sensitivities.

Acknowledgements—The author wishes to thank Prof. W. E. van der Linden for his general support, Mrs. A. M. W. van Veen-Blaauw for doing the d.c. tart experiments, Mr. A. R. van Heusden for his help with Kalman filter theory and Mrs. B. E. M. M. Verbeeten for preparing the manuscript.

REFERENCES